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We report on the design and performance of a wavelength-dispersive type spectrometer based on
the von Hamos geometry. The spectrometer is equipped with a segmented-type crystal for x-ray
diffraction and provides an energy resolution in the order of 0.25 eV and 1 eV over an energy
range of 8000 eV–9600 eV. The use of a segmented crystal results in a simple and straightfor-
ward crystal preparation that allows to preserve the spectrometer resolution and spectrometer ef-
ﬁciency. Application of the spectrometer for time-resolved resonant inelastic x-ray scattering and
single-shot x-ray emission spectroscopy is demonstrated.
I. INTRODUCTION
High energy resolution hard x-ray (5-15 keV) emis-
sion spectroscopy (XES) is a powerful tool to determine the
electronic structure of matter and has found many applica-
tions in chemistry,1 geology,2 nanotechnology,3 magnetism,4
catalysis,5 and biology,6 to name of few. At synchrotron
sources, hard x-ray emission spectroscopy is used for reso-
nant inelastic x-ray scattering studies (RIXS),7 high energy
resolution ﬂuorescence detected XAS spectroscopy (HERFD-
XAS or alternatively called partial ﬂuorescence yield XAS)
(Refs. 8–11) and to study core-to-core and valence-to-core
transitions.12–14 The high energy resolution XAS/RIXS tech-
niques require the experimental resolution to be lower than
the natural lifetime broadening of the excited state. For
x-rays between 5 keV and 15 keV, the lifetime broadening
of the K-shell is in the range of 1 eV–5 eV (i.e., lifetimes of
1.6-6.5× 10−16 s), while for the L-shell it is between 3 eV
and 10 eV (0.7-2.1× 10−16 s).15 If the experimental resolu-
tion is below the K- or L-lifetime broadening, an enhanced
sensitivity on the measured XAS/RIXS spectral shape can be
obtained.8,9 High energy resolution XAS is used to follow the
dynamic changes of the chemical state, electronic and geo-
metric structure of matter under reaction conditions.16 In con-
trast, RIXS spectroscopy is usually performed under steady-
state conditions, due to its relatively large acquisition time
ranging from several minutes to a few hours.
Detection of the emission from core-to-core transitions
is commonly used for XAS and RIXS spectroscopy. These
inner-shell electron transitions provide high probability rates
that are needed to measure weak RIXS signals. The core-
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electronic states are usually weakly interacting with the out-
ermost electrons leading to a simple description of the ini-
tial and ﬁnal electronic conﬁgurations. In case of core-to-core
XAS and RIXS measurements, the multiple splitting of the
ﬁnal state can generally be neglected, making the compar-
ison with theoretical XAS simulations straightforward and
direct.11 On the other hand, core-to-core XES can be used
as a probe of inner shell electron correlations, multi-electron
scattering and electron rearrangement processes.17
High energy resolution XES enables to probe the ligand
environment of a metal of interest.12, 18–22 Access to the ligand
orbital is obtained by ionizing the core electron and measur-
ing the following valence-to-core transition. This decay chan-
nel involves the valence electrons of the ligands and therefore
provides information about the highest occupied electronic
levels in matter. Thanks to the penetrating properties of hard
x-rays, valence-to-core spectroscopy allows to study bulk ma-
terials under in situ conditions which is a limiting factor for
electron based techniques. Unlike XAS and RIXS, valence-
to-core measurements do not require a monochromatic and
tunable x-ray source and therefore can be applied for chemi-
cal investigations using laboratory sources.23, 24 Furthermore,
no need for the beam monochromacity makes valence-to-core
spectroscopy a well suitable technique for x-ray free elec-
tron laser sources (XFEL). The XFEL source provides a very
intense femtosecond x-ray pulse, which has a large energy
bandwidth (E/E∼0.2%) and a large variation of the shot-
to-shot mean energy. To fully explore these short and intense
pulses for electronic structure determination through valence-
to-core transitions, single-shot capability instruments are of
prime importance.
In general, high energy resolution XES relies on the
x-ray dispersion by a crystal and is governed by the Bragg
law. Wavelength-dispersive spectrometers are usually based
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on a curved crystal geometry.25–28 One- or two-dimensional
bending of the crystal results in improvement of the spec-
trometer efﬁciency, but also introduces a loss in energy res-
olution due to the deformation and waviness of the curved
crystal.29 For this reason, the bending radius of the crystal
has to be kept relatively large to maintain sub eV spectral
resolution.30–33 To avoid elastic deformations caused by bend-
ing, diced analyzer crystals were developed for the Johann-
type spectrometers,34–36 providing an experimental resolution
in the meV range. A similar design, based on multiple crys-
tals ﬁxed in one 2D bent substrate was proposed for micro-
probe XES spectrometers. It was demonstrated that based
on a multiple-crystal array afﬁxed on a spherical substrate, a
good energy resolution and a large solid collection angle can
be achieved.37–39 The use of diced or segmented-type optics
leads to a simple spectrometer that is easy to implement for
any scattering geometry.
We report on a wavelength-dispersive spectrometer based
on a segmented-type crystal and a 1D array detector ar-
ranged in the von Hamos geometry. The spectrometer ge-
ometry allows recording a wide energy range x-ray emission
spectrum at a single excitation energy and has found a va-
riety of applications in combination with lab, synchrotron,
and XFEL sources.30, 40–44 Thanks to the dispersive-type of
diffraction, the spectrometer geometry provides the possibil-
ity of a single-shot measurement with a total energy band-
width ranging from a few tens to a few hundreds of eV. The
development of innovative and compact von Hamos spec-
trometers has also beneﬁted from the parallel advances of
position-sensitive detectors. In the present paper a continu-
ously bent crystal, typically used in the von Hamos geometry,
is replaced by a segmented crystal. The spectrometer, oper-
ated at a 25 cm focusing radius, was equipped with a Si(111)
crystal consisting of 20 segments each measuring 5× 50 mm2
(focusing× dispersing). The diffracted x-rays were recorded
by a single photon counting strip-type detector, which was
originally developed for time-resolved XRD.45 We present the
design, crystal preparation procedure, and the performance
achieved with the spectrometer. The application of the spec-
trometer for single-shot XES and quick-RIXS measurements
is demonstrated.
II. SPECTROMETER GEOMETRY
AND EXPERIMENTAL SETUP
The von Hamos geometry is schematically represented
in Fig. 1(a). In this arrangement, the x-ray ﬂuorescence from
the sample is diffracted by the cylindrically bent crystal and
recorded by a position sensitive detector. On the detector
plane, the diffracted x-rays create a 2D image. On the axis
of dispersion, the position of detected x-rays is directly corre-
lated to the energy/wavelength (Fig. 1(b)). The energy range
of the detected x-rays is determined primarily by the length
of the crystal and the detector along the axis of dispersion.
The one-dimensional bending of the crystal enhances the ef-
ﬁciency of the instrument by providing focusing in the non-
dispersion plane. For crystals with an ideally bent surface, the
focal spot size on the detector will match the x-ray source
size (Fig. 1(c)). To change the Bragg angles domain, a linear
FIG. 1. (a) Schematic of the von Hamos geometry. (b) Projection along the
axis of dispersion, (c) projection along focusing plane, (d) the same as (c) but
for segmented-type of focusing.
displacement of the crystal and detector along the axis of dis-
persion is needed. The position of the crystal center is given
by R× cot(θ ), where R is the radius of curvature and θ the
Bragg angle. The detector distance from the sample is twice
that of the crystal.
The main factors inﬂuencing the energy resolution and
the efﬁciency of the spectrometer are the bending radius of
the crystal, the source size, and the spatial resolution of the
detector in the dispersion plane. Those factors are correlated
and should be carefully considered for any spectrometer de-
sign. For an optimal performance, the spatial resolution of
the detector should be matched to the source size on the
sample. The bending of the crystal provides focusing of the
x-rays and the radius of curvature deﬁnes the source-to-crystal
and crystal-to-detector distances. However, one-dimensional
bending in the non-dispersion axis also inﬂuences the disper-
sion plane of the crystal, due to the waviness and distortions
in both, focusing and dispersion directions. A relatively large
bending radius ensures high energy resolution but results in
lower efﬁciency due to the decrease of solid angle. On the
other hand, increased efﬁciency is achieved at the cost of en-
ergy resolution at smaller bending radii.
The application of a segmented-type crystal for focusing
permits to preserve the intrinsic energy resolution of a ﬂat
crystal. As shown schematically in Fig. 1(d), in such a geom-
etry, the crystal consists of segments which are tangent in the
focusing plane to the circle deﬁned by the radius of curvature.
This arrangement results in quasi-focusing of the x-rays and
in an enlarged x-ray footprint on the detector. However, in the
dispersion plane, x-ray diffraction always takes place on the
ﬂat-crystal segment.
The total solid angle () covered by a segmented-type
crystal can be approximated by the ratio of the crystal area
perpendicular to the incident radiation to the squared distance
between the crystal and the source (see Fig. 2(a)):
 = Ns · Sw · Sh
R2
· sin3(θ ), (1)
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(a)
(b)
FIG. 2. (a) Schematic representation of von Hamos geometry for solid angle
calculations, (b) the energy dependence of total solid angle (red line), and
solid angle per eV for 25 cm radius of curvature.
where Ns is the number of crystal segments, and Sw and Sh
the segment width and segment height, respectively. R stands
for radius of crystal curvature and θ is the Bragg angle. As an
example, the total solid angle is plotted in Fig. 2(b) (red line),
assuming a Si(444) crystal consisting of 20 segments, with
a segment size of 5 mm high and 50 mm wide. The radius
of curvature was set to 25 cm. The total solid angle is in the
range of 44-76 msr (milisteradian) for Bragg angles between
55◦ and 80◦. Using Eq. (1), the solid angle per unit energy
(eV) can be calculated by replacing the segment width with
the length of the crystal contributing to the x-ray diffraction.
The following formula is obtained for eV:
eV = Ns · Sh
R
× sin
2(θ )
cos(θ ) · E , (2)
where E stand for the energy in eV of the diffracted x-rays.
From Eq. (2), one sees that the solid angle per eV is propor-
tional to the total height of the crystal and inversely propor-
tional to the radius of curvature. The variation of eV in the
x-ray energy range of interest is plotted in Fig. 2 (blue line).
For the above-mentioned Bragg angles of 55◦ and 80◦, values
of about 50× 10−3 and 280× 10−3 msr/eV, respectively, are
found.
The absolute efﬁciency of the spectrometer per eV can be
calculated from the following formula:
EffeV = (eV/4π) · RCry · DEff , (3)
where RCry is the crystal peak reﬂectivity and DEff stands for
the detector efﬁciency. For x-ray energies between 8000 eV
and 9600 eV, the Si(444) crystal peak reﬂectivity is in the
range of 90% (Ref. 46) while the detector efﬁciency is at
the level of 85%–90%.47 According to Eq. (3), this leads
to a spectrometer efﬁciency varying from about 21× 10−4
at 8000 eV down to 3× 10−4 at 9600 eV. However, as re-
cently demonstrated, the spectrometer efﬁciency can be fur-
ther enhanced, by increasing the solid angle by a multi-crystal
arrangement.44
Assuming Gaussian distributions for the different contri-
butions to the spectrometer energy resolution (E), the latter
can be written
E =
√
E2B + E2s + E2Segm + E2Det . (4)
In (4), EB which is equal to E · θ · Cot(θ ) accounts for the
Darwin width θ of the crystal and Es for the source size.
The effect of crystal segmentation is expressed by ESegm
and depends on the crystal segment size as well as on the
crystal radius of curvature. For R→inf the ESegm contri-
bution approaches 0. The last factor EDet includes the spa-
tial resolution of the position sensitive detector. Assuming an
x-ray energy of 8000 eV, a Si(444) diffraction, a 100 μm2
source size and 50 μm spatial resolution of the detector, the
following E contributions are obtained: EB = 0.05 eV,
Es = 0.2 eV, and EDet = 0.1 eV. For the ESegm factor,
we used a segment size of 5 mm in the direction of dispersion
and a radius of curvature of 25 cm. The estimated ESegm con-
tribution was found to be at the level of 0.1-0.15 eV. Based on
the above estimations, a total spectrometer resolution of about
0.3 eV was calculated. We would like to point out that all
the factors contribute almost equally (0.1-0.2 eV) to the spec-
trometer resolution indicating thus an optimal spectrometer
performance in terms of energy resolution. For much shorter
radii of curvatures (e.g., R = 10 cm) both the contribution of
the source size and crystal segmentation would be increased
by 1-2 eV, leading to a signiﬁcant deterioration of the spec-
trometer resolution.
The von Hamos spectrometer was designed for a radius
of curvature of 25 cm which is a compromise between several
constraints. First, such a radius provides the required energy
resolution and high efﬁciency of the spectrometer in combi-
nation with the beam size on the sample and spatial resolution
of the x-ray detector. Second, it ensures enough space in the
sample environment that allows the use of high-temperature
and high-pressure cells. For x-ray detection, a MythenII strip-
type single-counting photon detector is employed.47 The de-
tector area consists of 1280 strips of 50 μm width and 8 mm
height. The background events and low energy noise induced
in the detector can be diminished by a low-energy discrimi-
nator set at a value of 5 keV. To access a wide range of Bragg
angles, both the crystal and detector are mounted on parallel
translation stages. The translation was deﬁned to be 200 mm
for the crystal and 400 mm for the detector providing the
Bragg diffraction angles in the range between 90◦ and 50◦.
The spectrometer was installed at the SuperXAS beam-
line of the Swiss Light Source, Villigen, Switzerland. For the
measurements, x-rays in the range from 8 keV to 10 keV
were delivered by the 2.9 T super-bend magnet. A collimated
beam was formed by means of a spherical Rh-coated mir-
ror and monochromatized by double Si(111) crystals. Down-
stream of the monochromator, a Rh-coated torroidal mirror
was employed to focus the incident x-rays with a spot size of
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FIG. 3. Photograph of a segmented Si(111) crystal glued on a curved glass
support.
100× 100 μm2 on the sample. The typical photon ﬂux ob-
tained with this conﬁguration was about 3-4× 1011 photons/s.
III. CRYSTAL PREPARATION
A segmented crystal for the von Hamos spectrometer
was prepared from a Si(111) wafer measuring 10× 5 cm2.
The crystal preparation consisted of two steps. First, the back
side of the crystal was mechanically grooved by means of a
diamond-saw at 5 mm equidistant steps in the focusing di-
rection and 50 mm in the dispersing direction. The groove
depth was slightly smaller than the thickness of the crystal
(300 μm). Second, the crystal was glued with a thin adhe-
sive tape on a BK7-type cylindrical glass support from Eksma
Optics having a radius of curvature of 25 cm. In order to ob-
tain uniform adhesion of the crystal to the support, a concave
counterpart glass block was made and used to press the crys-
tal onto the adhesive tape. As a result of the crystal grooving
and the pressure exerted by the convex glass block, a well-
controlled breaking of the crystal along the grooves could be
achieved. As shown in Fig. 3, the procedure allows fabricating
a segmented-crystal with low dead-volume caused by broken
edges of the crystal.
IV. SPECTROMETER RESOLUTION
To probe the performance of the spectrometer, a series of
measurements of elastic scattering at several beam energies in
the range between 8040 eV and 9600 eV were performed. An
example of experimental spectrum recorded at an incidence
beam energy of 8800 eV is shown in Fig. 4(a). From the ex-
periment we found that the spectrometer response can be well
reproduced by a Gaussian function over the measured energy
range.
As described in Eq. (4), the experimental resolution de-
pends on the beam size on the sample, incident beam energy
resolution, and the geometrical effects induced by the crys-
tal segmentation. To distinguish these effects and determine
inﬂuence on the spectrometer resolution, x-ray tracing sim-
ulations were performed. The computations included the ge-
ometrical constraints of the von Hamos setup, the effects of
crystal segmentation as well as the properties (size and energy
resolution) of the incident x-ray radiation. The x-ray events
were randomly generated for a 100 μm2 source size assum-
(a)
(b)
FIG. 4. (a) The elastic scattering peak (open circles) measured with the
Si(111) diced crystal at a beam energy of 8800 eV. The red solid line cor-
responds to the results of x-ray tracing simulations and (b) the calculated 2D
distribution of the x-ray hit points on the detector plane. The projection of this
distribution onto the energy axis is given by the red curve in the top panel.
ing a Gaussian distribution of the events density. The random
x-ray directions were chosen with a margin of 20% larger than
the solid angle covered by the crystal. The x-ray paths from
the source were computed for each event and the x-ray vec-
tor positions at the impact points on the crystal were calcu-
lated. The x-ray diffraction probability was considered using
the shape of the crystal rocking curve taken from the XOP
software.46 The vectors of the diffracted events were then pro-
jected onto the detector plane and the vertical and horizontal
positions registered (see Fig. 3(b)). Typically 107 events per
simulated spectrum were generated.
As an example, the calculated distribution of the x-ray hit
points on the detector plane is drawn in Fig. 4(b) for an inci-
dent beam energy of 8800 eV. Each red dot in the graph cor-
responds to one “detected” event. To obtain a 1D x-ray spec-
trum, this x-ray image is projected onto the axis of dispersion.
The resulting curve is plotted as a red solid line in Fig. 4(a)
together with experimental data points. A good agreement be-
tween the measured and calculated spectra is obtained.
The ﬁtted total experimental resolution versus photon en-
ergies is shown in Fig. 5. At the largest Bragg angle of 80◦,
which corresponds to an energy of 8040 eV, an experimental
resolution (full width at half-maximum) of 1.25 eV was ob-
tained. The resolution degrades continously to 2.2 eV when
increasing the incident photon energy to 9600 eV.
Based on the simulations, we calculated the main con-
tributions affecting the experimental resolution (Fig. 5). The

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FIG. 5. The experimental energy resolution versus incident photon energy
(blue) compared to the results of x-ray tracing simulations (red). The calcu-
lated contributions to the total resolution are also shown: intrinsic crystal res-
olution (grey), effects of segmented focusing (purple), source size (orange),
and energy resolution of incident beam.
intrinsic resolution of the ﬂat crystal contributes at the level
of 0.05 eV–0.1 eV (gray dashed line), while the contribution
of the crystal segmentation varies between 0.2 eV at 8040 eV
and about 1.0 eV at 9600 eV. These two broadening effects
determine the intrinsic energy resolution of the von Hamos
spectrometer. A further decrease in resolution of about 10%
is caused by the 100 μm vertical source size. Including the
broadening effect of the source size, a total energy resolution
of 0.25 eV at 8000 eV is obtained, which is close to the value
of 0.3 eV deduced from Eq. (4). This indicates that the strain
and ﬁgure errors resulting from the crystal preparation do not
contribute in a signiﬁcant way to the spectrometer resolution,
probably because the crystal ﬂatness in the direction of dis-
persion is well preserved and the pseudo-cylindrical shape of
the crystal is well reproduced by the proper orientation of the
segments. On the other side, no signiﬁcant strain effect is ob-
served that might be induced by breaking the crystal along the
grooves. Finally, to obtain the total experimental resolution,
the contribution of the incident beam energy distribution is
included assuming a relative resolving power of 1.37× 10−4
for the double Si(111) monochromator.
V. APPLICATION TO TIME-RESOLVED RIXS
AND SINGLE-SHOT XES
The dispersive-type of detection provided by the von
Hamos geometry can be exploited to record time-resolved
XES. Here, we show an example of time-resolved RIXS. In
contrast to other focusing-type spectrometers for which an x-
ray emission line should be scanned point by point, in the
von Hamos geometry the whole line can be recorded in one-
shot allowing for very quick measurements of the full RIXS
plane. This is an attractive feature, which may be applied in
many applications for in situ spectroscopic studies of dynamic
systems.
As an example, the full RIXS planes of CuO and
Cu2O powder pellet samples were measured around the
K-absorption edge of Cu by detecting the Kα1,2 doublet ﬂu-
orescence signal. The exposure time per one incident energy
point was 0.2 s and the total acquisition time for each RIXS
map was 7 s. The resulting RIXS planes are plotted in Fig. 6.
The data quality allows to determine the chemical speciation
of the element of interest. The non-resonant XES is extracted
from the measurement taken at the highest incident energy
(blue line). The high energy resolution XAS spectrum, which
FIG. 6. The RIXS planes for Cu2O and CuO compounds recorded each in an acquisition time of only 7 s. The blue lines (top panels) correspond to the non-
resonant XES spectra and the red lines to the high energy resolution XAS spectra. The proﬁles obtained for a constant energy transfer are shown in the bottom
panel (gray lines).
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is highly sensitive to the chemical environment, was extracted
by integrating the intensity at the top of the Kα1 line (red line).
For comparison, a conventional XAS recorded by means of
total ﬂuorescence yield is also plotted (black dashed line). As
shown the high energy resolution XAS shows more detailed
features around the absorption edge. In these measurements,
the experimental resolution is given by the convolution of
the spectrometer resolution at the Cu Kα line (8040 eV)
and the incoming beam energy distribution around 8980 eV.
At these energies, the spectrometer resolution amounts to
0.3 eV while the incoming beam energy resolution is 1.23 eV.
Thus, a total experimental resolution of 1.27 eV is expected
which is lower than the Cu K-shell broadening of 1.49 eV.15
Spectra of similar quality were recorded using a spherical
Johann-type spectrometer.48 The measurement of the RIXS
plane also allows to extract the energy transfer curves at the
strongest resonances. For illustration, the energy transfer
plots of Cu2O (respectively, CuO) corresponding to the ﬁnal
state energies of 933 eV and 953 eV (937 eV and 957 eV)
and to a beam energy of 8981 eV (8984 eV) for which a
resonance is observed in the XAS spectrum are shown in the
bottom panels of Fig. 6.
To test the capability of the spectrometer to perform
single-shot Kβ and valence-to-core spectroscopy at XFELs,
XES spectra of a CuO powder pellet sample were recorded at
a ﬁxed excitation energy. The x-ray beam energy was tuned
above the K edge of Cu to a value of 9050 eV. Two sets
of spectra were measured. To determine the proﬁle of the
valence-to-core transition of CuO, the x-ray spectrum was
recorded for long acquisition time resulting in a dose of
4.5× 1015 photons (Fig. 7 top). The measured spectrum con-
sists of a strong Kβ1,3 emission line (at 8905 eV) accompa-
nied by a weak valence-to-core transition located at around
8970 eV. As shown in the inset of Fig. 7, the valence-to-
core spectrum consists of two main peaks located at 8975 eV
and 8960 eV, respectively. Assuming the Cu 1s binding en-
ergy to be 8979 eV, the measured structures correspond to a
p-projected highest occupied states with mean energies of
−4 eV and −19 eV.49 This result is in agreement with pre-
vious x-ray emission and XPS data.49, 50 A second spectrum
that was recorded at a total dose of 6× 1012 photons is plot-
ted in the bottom panel of Fig. 7. The latter photon dose cor-
responds to the number of photons that are expected to be
delivered by a few XFEL femtosecond pulses. As shown, the
measured Kβ1,3 is of such quality that allows for a detailed
analysis of the line shape and position. The main feature of
the valence-to-core transition can also be observed. The ﬁt of
the straggling data evidences indeed a structure at 8975 eV,
whereas the second peak at 8960 eV could not be detected.
Nevertheless, the present experiment proves the feasibility of
single-shot Kβ measurements for real-time chemical specia-
tion at fourth generation x-ray sources. For valence-to-core
spectroscopy the XFEL experiments will be very challeng-
ing and difﬁcult at single-shot due to the low intensities of
these transitions. Actually, single-shot valence-to-core mea-
surements are probably feasible only for solid or concen-
trated samples. In addition, in this case, sample refreshment
frequencies similar to the x-ray pulse repetition rates and a
multi-crystal arrangement would probably be mandatory to
FIG. 7. Kβ1,3 and valence-to-core x-ray emission for CuO recorded with-
out scanning any beamline nor spectrometer component during acquisition.
(Top) The acquisition times were chosen to correspond to absorption doses
of 4.5× 1015 photons (top panel) and 6× 1012 photons (bottom panel),
respectively.
perform successful single-shot measurements. In case of di-
luted, gaseous or liquid samples, the accumulation of several
spectra/pulses would be necessary to obtain valence-to-core
spectra of decent quality.
VI. SUMMARY
We report on the development of the von Hamos spec-
trometer equipped with a segmented-type diffraction crystal.
The intrinsic energy resolution of the instrument was found
to be below eV level over the complete x-ray energy range.
Thanks to the dispersive-type of detection provided by the von
Hamos geometry, in combination with a single photon count-
ing micro-strip detector, the 2D RIXS planes were recorded at
the acquisition time of a few seconds for different Cu oxides.
The capability of the spectrometer to perform single-shot Kβ
XES measurements is discussed and the feasibility study on
application to XFEL sources is presented.
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